& MISSOURI SAFETY CENTE

Simulator Calibration Report

This calibration report is to certify the alcohol reference simulator listed below has
been examined and tested using standards traceable to the National Institute of
Standards and Technology (NIST) in accordance with the standards set by the
Missouri Department of Health and Senior Services Rules and Regulations:
19 CSR 25-30.051 (4).

Checked: 02/20/2013  SN: 8D3202
Expires: 02/20/2014 MSC Tech: RW
Temp: 34.01 Digital Therm. SN: 94948
Agency: Butler PD
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Contact: Missouri Safety Center
Breath-Alcohol Instrument Training Program

660-543-4834




